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Because of  the high  contrast between  the dielectric properties of normal  and 
malignant  breast  tissues  at  microwave  frequencies,  microwave  imaging 
techniques  seem  to be  very attractive diagnosis methods  for  cancer detection 
[1][2]. In such a framework, inverse scattering methods are very promising tools, 
but  their  practical  application  is  strongly  limited  by  the  need  of  3D 
reconstructions, high spatial resolutions, and fast processing. Recently, to reduce 
the  high  computational  costs  and  to  fit  the  real‐time  requirements,  inversion 
methods based on learning by example techniques have been proposed [3]. LBE 
approaches based on support vector machines  (SVMs)  [3] and neural networks 
(NNs)  [4]  have  been  satisfactorily  applied  in  various  and  complex 
electromagnetic  problems.  When  dealing  with  breast  cancer  detection,  the 




training  procedure  (performed  once  and  off‐line)  is  completed,  the 
characteristics  of  the  malignant  breast  tissue  are  real‐time  estimated  in  the 
testing phase. In such a work, the detection problem is addressed by integrating 
a SVM‐based classifier with an iterative multi‐zooming procedure. More in detail, 
a  succession  of  approximations  of  a  probability  map  of  the  presence  of 
pathology  is determined. At each step, the spatial resolution of the risk‐map  is 
improved  in a  limited  set of  regions of  interest  (ROIs) defined at  the previous 
zooming step and characterized by a greater value of the occurrence probability 
of  a malignant  tissue.  The multi‐step  procedure  is  stopped when  a  stationary 
condition  on  the  probability  and  on  the  number  of  ROIs  is  reached.  The 
achievable trade‐off between computational complexity and spatial resolution is 





Let us  consider  the  three‐dimensional  scenario  shown  in  Fig. 1. The  simplified 
human breast model, composed by a cylinder and a hemisphere of total height 







By  considering  a  multi‐view  imaging  system,  L   short  dipoles  are  circularly 
arranged  around  the  breast.  They  are  immersed  in  a  coupling  medium  with 
constitutive parameters similar to those of the normal breast tissue to maximize 
the  coupled  microwave  energy.  The  scattered  electromagnetic  field 
  is  collected  on ),,(),,( zyxE kzslscatt 3K =   different  circular  layers with  a  set  of   
sensors  per  layer.  Starting  from  the  knowledge  of  the  scattered  signal,  the 
problem of  finding a pathology  in a given region of the domain  is recast as the 
definition  of  a  probability  risk‐map.  Towards  this  end,  the  3D  investigation 




1c −=χ ) or occupied ( 1c =χ ) if any or a pathology resides in the cell. The 




• Step  0:  Training  Phase.  The  classifier  is  off‐line  trained  by  assuming  the 
knowledge  of  a  set  of  N   known  input/output  relations [ ]{ }N1nzyxE nmmmzslscatt k ,...,;),,(,),,( = ,  that  relates  the  measured  scattered  field 
),,( kzsl
scattE   to  the  location  ),,   of  the malignant  tissue. According  to  the 
SVM  theory,  the  classification  problem  is  solved  by  determining  the  linear 
decision  function 
( mmm zyx
bzyxEw kzslscatt⋅=Γ ,((ˆ ),,(ϕ +)),   defined  in  a  higher  dimensional 
feature  space  where  the  examples  are  mapped  through  the  non‐linear 
operator ϕ . As a consequence, the problem unknowns are  w  and  b . They are 
determined during the training phase; 
• Step  1:  Low‐Order  Estimation  ( 1s = ).  The  3D  investigation  domain  BI   is 
uniformly  partitioned  into  C   cubic  sub‐domains.  Then  a  coarse  risk‐map, 
characterized by an homogeneous  resolution  level  r ,  is computed by  solving 
through SVM the arising classification problem; 
• Step 2: Multistep Process  ( 1s > ). Starting  from the risk‐map reconstructed at 
the previous  step,  a  set of  reduced  investigation domains  ( RoIs ), where  the 
pathologies  are  supposed  to  be  located,  is  identified.  Towards  this  end,  the 
previous map  is binarized by thresholding and processed with standard  image 
processing operators. The spatial resolution level  )( 1rr +=  is enhanced only in 
the  RoIs   and  a  multi  resolution  risk‐map  is  obtained  by  applying  the  SVM 
classification to the  RoIs ; 






In  order  to  point  out  the  capabilities  and  current  limitations  of  the  proposed 
strategy, let us consider the following representative example chosen from a set 
of  numerical  test  cases.  The  pathology  has  been  located  at 
λλ ,  with  a  diameter  of  λ016.0Dp =λ 116.0=z,0.0y,0.0x mmm ==   and  constitutive 
parameters  50p =ε ,  m/S6.1p =σ .  
x [cm]
y [cm]


























λ014.0Dfg =   in  diameter  and  dielectric  properties  7.32fg =ε   and  m/S28.1fg =σ  
has  been  randomly  positioned  in  .  The  investigation  domain  of  height 
 and radius  , is characterized by dielectric parameters 
BI
λ75.0HD = λ5.0RD = 10d =ε  
and  m/S4.0d =σ .  The  breast model  has  been  supposed  to  be  immersed  in  a 
cubic  tank  of  side  length    and  filled  with  a  coupling  liquid  whose 
characteristics are 
λ2HT =
10dcl == εε  and  m/S4.0dcl == σσ . Moreover, the scenario has 
been probed by   short dipoles operating at 4L = GHz0.1f = . The positions of the 
electromagnetic sources were  )/)(( L21ll πθ −= , where  , while the scattered 
electric  field  has  been  collected  at 
°= 01θ
3K;K,...,1k;15Sk ===  measurement  points 
disposed on  three different  circumferences  λ55.0Rs =   in  radius  and  located  at 
the planes  );.(. k250350zk ×−= λλ 1K,...,0k −= . The training set has been generated 
by  considering  a  set  of    input/output  relations  and  different  positions 
and  dimensions  of  the  pathology.  For  completeness,  the  numerical  data  have 
been  corrupted  by  adding  a  Gaussian  noise  (
200N =
dB30SNR = ).  Concerning  the 




R1r101010C r ...,,,)( =××=
2Ss opt == ). As it can be observed, 
the pathology  is correctly  localized although  the  region with higher probability 
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